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510(k) Summary, Section 5 

Date of Preparation:  December 28, 2015 

This 510(k) Summary of safety and effectiveness information is being submitted in accordance with 21 CFR Sec. 
807.92.  A 510(k) Statement is not provided. 

Company making this submission: 

Submitter / Owner 
Company Name: Koven Technology, Inc. 

Address: 12125 Woodcrest Executive Drive, Ste. 320 
City, State and ZIP: St. Louis, MO 63141 

Telephone: 314-542-2101 
Fax: 314-542-6020 

Responsible Person: Ms. Heather Bell, President 
E-Mail Address: koven@koven.com 

Application Consultant 
Name: Heather Bell 

Address: 12125 Woodcrest Executive Drive Suite 320 
City, State and ZIP: St Louis, MO 63141 

Telephone: 314.542.2101 
Fax: 314.542.6020 

E-mail Address: koven@koven.com 

Device Name: 

Substantial Equivalency: 

The Smartdop XT6 is substantially equivalent to other devices intended for use in the noninvasive evaluation of 
peripheral vascular pathology now in market.  The predicate device is the Smartdop XT manufactured by Hadeco 
Inc., Kawasaki, Japan, with S.E number of K131623. 

Device description: 

The Smartdop XT6 with Smart-XT-Link6 is designed to provide both qualitative and quantitative information. The 
qualitative information mainly includes visual display of waveform's shapes, including qualitative analysis of 
Pulse Volume Recordings (PVR),  

Photoplethysmography (PPG) and Doppler waveforms.  The quantitative information is focused primarily on 
aiding the examiners in obtaining systolic segmental blood pressures, including the ABI (ankle-brachial index) 
and TBI (toe-brachial index).  Additional quantitative measurements relate to the Doppler blood flow velocity 
waveforms. Foot skin temperature readings are done with optional temperature probe and can be displayed in 
either Fahrenheit or Celsius.  All tests controlled and stored by computer with Smart-XT–Link6 software for 
Windows OS with capabilities to print waveform data and export to electronic health record management 
systems. 

Trade/Proprietary Name: Smartdop XT6 with Smart-XT-Link6 
Common/Usual Name: Ultrasonic transducer 

Regulation Number: 870.2880 
Product Code: JOP 
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Clinical Applications: 

The Smartdop XT6 with Smart-XT-Link6 clinical applications is: 

ABI and TBI studies Bi-directional Doppler lower extremity 
studies 

Blood pressure segmental studies PPG toe pressure & venous reflux 
studies 

PVR arterial studies Foot temperature readings 

Principles: 

Doppler blood velocity measurement 

While performing Doppler waveform tests using Doppler Arterial Testing, blood flow 
velocity is detected through ultrasound which is transmitted from probe to patient body 
and is reflected by the blood (hemocyte, etc.). 

The unit amplifies the high frequency oscillation output and then supplies it to the 
transmitter transducer.  It is converted to ultrasound by the transducer and the 
ultrasound is transmitted to external objects. Then ultrasound moves straight through 
biophysical objects, and is reflected by the moving object (blood flow, fetal heartbeat, 
etc.). 

The reflected ultrasound is received by the receiving transducer and is converted into 
electric signals again.  The converted signals are amplified and then detected. After 
removing unnecessary noise from the signals and improving S/N ratio at the filter 
circuit, the Doppler shift signals are amplified and are converted to audible sounds 
through the speaker. Simultaneously, the Doppler shift signals are applied to the CPU 
and converted to blood flow velocity waveform signals which can be displayed. 

 Doppler blood pressure measurement 

While taking blood pressures using Doppler Arterial Testing, the blood pressure cuff 
is wrapped where the blood pressure is taken and the probe is put on the arm/leg 
artery by the operator.   

Before the inflation, the peak amplitudes of the blood flow signals should be 
stable. As the cuff pressure goes up by activating the inflation pump, 
the blood vessel is being compressed and the peak amplitudes become lower. The 
CPU finds the point where the peak amplitudes are below the threshold and waits 
until the cuff pressure is inflated an estimated 20 mmHg above the point. Then, the 
CPU deactivates the inflation pump and lets the cuff pressure go down at a moderate 
rate until the first blood flow signal that exceeds the threshold is detected. 

The cuff pressure at the first signal is the systolic pressure. After confirming a return 
of the rhythmical blood flow signals, the CPU opens the air valve to dump the cuff 
pressure and the converted systolic pressure waveform signals can be displayed. 
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Oscillometry (Automatic) 

While taking blood pressures on Automatic Arterial Testing screen and deflating cuff for 
arm or leg after the inflation, the unit detects oscillation of the blood vessel 
synchronizing with each heart beat and determines the systolic pressure based on 
oscillometry algorithm. 

Photoplethysmography 

While taking toe pressures with the PPG probe as well as performing PPG venous 
reflux study, the unit senses the reflection of light from the hemoglobin in the red blood 
cells in surface vessels using infrared light within the probe. 

Pneumoplethysmography (PVR) 

While performing PV waveform tests for toes and legs on either Automatic or Doppler 
Arterial Testing, the unit assesses changes in blood volume in the tissues beneath an 
inflated cuff. Alterations in pressure are transmitted to a pressure transducer that 
records the volume changes through the cardiac cycle to produce a waveform. 

Probes and Cuffs: 

• Cuffs: Up to 6: Refer the following cuff size as example:

VC-10H:  
VC-12H:  

For brachial, above knees, below 
knees ankles and high thighs 

UDC-1.9: For great toes 
VC-7.5H:  For transmetatarsal 

• Probes: Model name Freq. Probe power (In situ) 
Doppler probe (8MHz):    BT8M05S8C (A)        8MHz 390 mW/cm2 or less 
Doppler probe (5MHz):     BT5M05S8C  (A)   5MHz 
Photoplethysmography:    PPG 
Temperature probe: TP-01 

Indication for Use Statement: 

The Smartdop XT6 is intended for use in the non-invasive evaluation of peripheral 
vascular pathology in patients. It detects systolic pressures for ankle-brachial index 
(ABI), toe- brachial index (TBI), and arterial and venous blood flow in extremities.   
Measurements are provided utilizing cuffs, photoplethysmography (PPG) and/or 
Doppler probe.  The optional foot temperature probe provides skin temperature 
readings on the foot.  Collected data is captured and stored with Smart-XT-Link6 
software that includes capabilities to print waveforms and export to into the facility’s 
electronic health records. 

It is not intended to be used in fetal applications or used inside the sterile field.  It is 
intended to be used by licensed healthcare practitioners only. 
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Testing: 

The Smartdop XT6 was designed to meet the following Standards and Guidance: 

• IEC 60601-1 Medical electrical equipment 2007
• IEC 60601-1-2 Medical electrical equipment – Part 1-2: Collateral Standard

Electromagnetic compatibility (2007).
• IEC 60601-2-37 Medical electronic equipment – Part 2-37: Particular requirement

for the basic safety and essential performance of ultrasonic medical diagnostic
and monitoring equipment (2007-08).

• IEC 62304 Medical device software – Software life cycle processes (2006-05).
• ISO 14971, Medical devices – Application of risk management to medical

devices (2007-10-01).
• ANSI/AAMI/IEC 80601-2-30:2009 Medical electrical equipment Part 2-30:

Particular requirements for the basic safety and essential performance of
automated noninvasive sphygmomanometers

• ANSI/AAMI/ISO 81060-1:2007 Non-invasive sphygmomanometers Part 1:
Requirements and test methods for non-automated measurement type.

The Smartdop XT6 testing was completed with acceptance to the above Standards. The 
Smartdop XT6 device probes and cuff are previous FDA released devices, with complete and 
accepted testing and validation.   
The Smartdop XT6 system have been subjected to Bio-Compatibility, Electrical Safety, 
Mechanical Safety, Acoustic Output, EMC emissions and immunity, and performance testing by 
certified laboratories.  Internally the Smartdop XT6 is subjected to unit testing, verification, 
performance testing, and validation to ensure that the device(s) meet all of their functional 
specifications listed in the Device Master Record.  

The Smartdop XT6 labeling includes instructions for safe and effective use, warning, cautions 
and guidance for use.   

Literature Review: 

A review of the literature pertaining to the safety of the Smartdop XT6 non-invasive peripheral 
vascular diagnostic systems has been conducted and appropriate safeguards have been 
incorporated in the design of the Smartdop XT6 non-invasive peripheral vascular diagnostic 
systems.  

Differences between Smartdop XT6 and Predicate: 

The method of device construction and technology are the same. The only difference between 
the Smartdop XT6 and the Smartdop XT are the number of pressure ports.  Smartdop XT6 has 
6 pressure ports and the Smartdop XT has 14 pressure ports.   
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Conclusions: 

The conclusion drawn from these tests is that the Smartdop XT6 non-invasive peripheral 
vascular diagnostic system is equivalent in safety and efficacy to the predicate device.  
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